
For further key functions and information, see Instruction Manual ALMEMO® Wireless Sensor 470 Wireless Datalogger.
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Charge the Wireless Sensor
Plug the micro USB connector of the mains adap-
ter into the micro USB port on the underside of the 
wireless sensor, and put the mains plug into a

power socket.

Switch on the Wireless Sensor

Press and hold the button  for 5 seconds.

Pair Wireless Sensors
! In the data logger, the serial number of the 
wireless sensor must be entered as pairing key in 
the menu Settings > Wireless network > Sensor 
paining.  
Press and hold the key F for 5 seconds.

Transfer Measurement Data
When the sensor is connected, the measurement data will 
be transferred according to the output cycle.

Query Battery Charge Level

Press briefly the button .

Detect low Battery Charge Level
When the battery charge level 
is low, the red LED will light 
continuously. Please charge 
the wireless sensor.

Switch off the Wireless Sensor

Press and hold the button  for 5 seconds.
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Recognize Sleepmode
The sleepmode has to be activated in the 
datalogger.
In the power saving mode the blue and the 
green LEDs light up once every 10 seconds.
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